The Application of Medical Infrared Thermography in Sports Medicine

Carolin Hildebrandt\(^1\), Karlheinz Zeilberger\(^2\), Edward Francis John Ring\(^3\) and Christian Raschner\(^4\)

\(^1\)University of Innsbruck, Department of Sport Science, Innsbruck,
\(^2\)Medical Practices for Internal and Sports Medicine, Munich,
\(^3\)Medical Imaging Research Group, Faculty of Advanced Technology, University of Glamorgan,
\(^1\)Austria
\(^2\)Germany
\(^3\)UK

1. Introduction

Medical Infrared Thermography (MIT) is a non-radiating and contact-free technology to monitor physiological functions related to skin temperature control. The efficiency, safety, and low cost of MIT make it a useful auxiliary tool for detecting and locating thermal abnormalities characterized by increases or decreases in skin surface temperature. It has been successfully utilized in the field of veterinary medicine to detect locomotion injuries in racehorses and to monitor their health status. However, research on human athletes with modern infrared sensor technology is more rare. Athletes are exposed to physical stress in training and during competition season. Overuse reactions and so-called “minor traumas” are very frequent; therefore, early detection is critical to avoid injuries. Research suggests that the most beneficial application of MIT is the screening of individuals for overuse injuries. In the following chapters, the use of MIT in clinical practice is presented with special focus on sports injuries and exercise-induced physiological functions. Case studies illustrate the clinical applicability.

2. MIT – Quo Vadis?

2.1 History and development

The association between changes in temperature and disease is almost as old as medicine itself. Hippocrates stated, “should one part of the body be hotter or colder than the rest, then disease is present in that part”. The first application of thermal imaging was in the early 19th century and did not have any commercial purpose. Following the 2nd World War, infrared imaging systems were used to monitor changes in skin temperature in relation to certain diseases (Ring, 2007). Poor quality imaging systems and a lack of methodological standards in the past have limited quality, resulting in non-acceptance of the technique (Elliot & Head, 1999). Technological advances in infrared cameras within the last few years have promoted MIT as a powerful measurement tool. A new generation of high-resolution cameras,
appropriate software and standardized protocols have been developed for medical imaging, resulting in improved diagnostic capability and reliability (Plassmann et al., 2006; Diakides & Bronzino, 2008). In 1987, the American Medical Association recognized MIT as a feasible diagnostic tool. The following worldwide Thermographic organizations promote the proper application of medical thermal imaging:
- International Academy of Clinical Thermology
- International Thermographic Society
- American Academy of Medical Infrared Imaging
- European Association of Thermology
- Northern Norwegian Centre for Medical Thermography
- German Society of Thermography and Regulation Medicine

### 2.2 Technical principles
Most of the diagnostic imaging modalities in medicine utilize portions of the electromagnetic spectrum (Hildebrandt et al., 2010) (Figure 1). However, in contrast to other medical devices, MIT uses non-ionising radiation, thus allowing an unconstrained and

<table>
<thead>
<tr>
<th>Wavelength in meters</th>
<th>Imaging modality</th>
<th>Medical Information</th>
</tr>
</thead>
<tbody>
<tr>
<td>Radio Wave $10^{-7}$</td>
<td>MRI image</td>
<td>Anatomy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Edema, flow</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Chemical composition</td>
</tr>
<tr>
<td>Microwave $10^{-2}$</td>
<td>Ultrasound</td>
<td>Anatomy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Tissue structure characteristics, flow</td>
</tr>
<tr>
<td>Infrared $10^{-5}$</td>
<td>Infrared imaging</td>
<td>Anatomy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>and Physiology</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Surface temperature</td>
</tr>
<tr>
<td>Visible Light $10^{-4}$</td>
<td>Arthroscopy</td>
<td>Anatomy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Intrarticular structure, inflammation</td>
</tr>
<tr>
<td>Ultraviolet $10^{-6}$</td>
<td>UV-radiation</td>
<td>Healing/Therapy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Skin, chronic</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Inflammation</td>
</tr>
<tr>
<td>X-Ray $10^{-14}$</td>
<td>X-Ray</td>
<td>Anatomy</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Bone injuries</td>
</tr>
<tr>
<td>Gamma ray $10^{-32}$</td>
<td>Scintigraphy</td>
<td>Physiology</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Inflammation, metabolism of the bone</td>
</tr>
</tbody>
</table>

Fig. 1. Medical imaging modalities within the electromagnetic spectrum
harmless application in patients. Using infrared radiation, infrared cameras generate thermal images based on the amount of heat dissipated at the surface. Roughly 80% of the emitted infrared radiation of human skin is in the wavelength range of 8-15μm (Steketee, 1973). The technology operates in the long-wave infrared region and is a sophisticated way of receiving electromagnetic radiation and converting it into electrical signals. These signals are finally displayed and matched to colors on the screen for calculations. Modern focal plane array detectors ensure a stable image with high thermal resolution. Sensitivity and resolution are important parameters for medical devices (Plassmann et al., 2006). High-resolution cameras with focal plane arrays of 320×240 pixels, a thermal sensitivity less than 50mK and a spatial resolution of 25-50μm ensure useful thermal and spatial details (Ring & Ammer, 2000). The resulting information can be used to provide instant feedback on the patient or athlete. Unlike other medical imaging modalities, MIT is not related to morphology. However, to study cutaneous circulation, the non-contact method of MIT was compared with other medical imaging modalities. Merla et al. (2007) calculated blood flow by using MIT and laser Doppler imaging (LDI) and showed that cutaneous blood perfusion values obtained from MIT correlate with those obtained by means of LDI and have the advantage of a better time resolution.

2.3 Biological principles
Human skin, with an emissivity (an object’s ability to emit radiation) of 0.98, is almost equal to a black body radiator (Steketee, 1973). The physics of heat radiation and the physiology of thermoregulation in the human body make the reliable and valid interpretation of thermal images difficult. Skin temperature regulation is a complex system that depends on blood-flow rate, local structures of subcutaneous tissues and the activity of the sympathetic nervous system (Kellog & Pergola, 2000). However, there is evidence that the sympathetic nervous system is the primary regulator of blood circulation in the skin and is, therefore, the primary regulator of thermal emission (Charkoudian, 2003). Vasconstriction and vasodilation of the blood vessels function to regulate blood flow in the skin. Thermoreceptors in the skin, also known as Ruffini corpuscles, recognize the ambient temperature. An increased temperature results in vasodilation, leading to increased blood flow to the skin, whereas vasoconstriction occurs by a decrease in temperature and results in reduced blood flow to the skin (Wallin, 1990). These physiological processes combine with heat transfer and thermoregulation in convection, conduction, radiation and sweat evaporation. Heat transfer by radiation is of great value in medicine (Blatteis, 1998). To date, the mechanism of thermoregulatory adaption to exercise is complex and not entirely understood.

3. MIT – What is its place in medicine?

3.1 Human medicine
MIT is used in a variety of medical applications in the fields of neurology, oncology, orthopedics, and dermatology (Diakides & Bronzino, 2007). The technique has gained widespread use in breast cancer research (Arora et al., 2008; Ng, 2009; Kontos et al., 2011). Tumors are characterized by increased angiogenesis and, therefore, increased metabolic activity, leading to higher temperature gradients compared to surrounding tissue. In addition, MIT is well accepted in surgery. In aortic-coronary bypass surgery, it is possible to monitor the restart of blood flow through the coronary blood vessels (Wild et al., 2003). In
plastic surgery, an infrared camera can evaluate the reperfusion of perforator flaps (de Weerd, 2006). For all medical areas, it should be noted that MIT, as an outcome measure, provides a visual map of the skin temperature distribution but cannot quantify absolute temperature values. In addition, MIT alone should not be used as a diagnostic tool; clinical examinations must be included for interpreting thermograms. Several global medical institutions are concerned about scientific work, and the practical application of MIT in medicine has lead to an increased number of publications in peer-reviewed journals. Figure 2 illustrates medical applications including relevant and recent studies.

Fig. 2. Recent medical applications of MIT

3.2 Sports medicine

MIT has been successfully utilized in the field of veterinary medicine to detect locomotion injuries in racehorses and to monitor their health status (Turner, 2000; Eddy et al., 2001). By using an infrared camera, Turner et al. (2000) examined tendonitis in race horses and detected hot spots before clinical evidence of swelling and lameness. However, research on human athletes is more rare. Sports medicine must provide high-quality care for athletes, and a modern approach for identifying risk factors and injury prevention should be of primary importance (Bruckner & Khan, 2006). Athletes are exposed to great physical stress in training and during competition. Overuse reactions are frequent; therefore, their early detection is important. Furthermore, early detection and localization of inflammation is a critical step in determining the appropriate treatment. Inflammation will usually cause a localized increase in skin temperature, thereby disturbing the “normal” symmetry. Nerve damage or disturbances to the autonomic nervous system may also cause a change and may
lead to a localized cooling of the affected area. Because this is a remote sensing technique, it is possible to monitor body surface temperature during and after movement and thereby detect changes in skin temperature caused by the exercise or therapy (Ring & Ammer, 1998, Hardaker et al., 2007). Within the field of sports medicine, long-time sport specific changes in physiology and therefore thermoregulatory processes, as well as changes in anatomy such as muscle structures, needs to be considered.

3.3 Standardization methods

Modern state-of-the-art technology has made MIT a reliable measurement tool (Jiang et al., 2005). When used as an outcome measure it must satisfy the basic criteria of measurement. The quality of thermal imaging depends on the technical equipment and the experience of the examiner (Plaslov et al., 2006, Ring & Ammer, 2000). Proper care must be taken with standardization of the imaging procedure to avoid misinterpretation of the thermograms. Thermography societies provide protocols including examination recommendations and technical guidelines. The following aspects are considered:

- Control of Examination Room Conditions
- Patient Preparation
- Number of Studies and Views
- Equipment
- Patient Identification
- Thermogram Analysis

A thermogram represents the human skin temperature profile illustrated by a color spectrum. However, false colors do not necessarily represent a particular temperature. To standardize the analyses of medical thermograms used for fever detection, the International Standards Organization (ISO) recommended the use of the “rainbow” temperature scale (Figure 3a) that represents high temperatures with red colors and low temperature with blue colors. To visualize differences within similar tissues or structures, the “rainbow strong-contrast” scale can also be used (Figure 3b). When focusing on the vascular system, a gray color scale is preferred (Figure 3c).

![Thermogram examples](image)

a. “rainbow”  b. “rainbow strong-contrast”  c. “gray color”

Fig. 3. Temperature scales of thermograms

Image fusion (Figure 4a-c), merging the infrared image and a digital image, is another important step for reliable analyses. This technique allows better mapping of anatomical landmarks and therefore provides a precise definition of the region of interest (ROI).
Additional labeling of anatomical landmarks within the ROI provides consistency for repeated measurements.
To provide a standard for size, shape and placement of the ROI, a research group from the University of Glamorgan has proposed a protocol based on anatomical landmarks (Plasman & Murawski, 2003; Ammer, 2008).

![a. digital image](image1) ![b. merged image](image2) ![c. infrared image](image3)

**Fig. 4.** Process of image fusion

### 4. Applicability of MIT in clinical and athletic use

Peripheral circulation plays an important role in tissue healing and thermoregulation. To interpret skin temperature changes following injuries (non-thermal stimuli) and exercise (internal stress stimuli), we need to understand the different physiological responses in the structures involved.

#### 4.1 Non-thermal stimuli / sport-specific case studies of injuries

The following chapter focuses on case reports of specific sport injuries. Thermal images were taken with a modern infrared camera. Further technical details can be found in the article from Hildebrandt et al. (2010). Normal findings in human body skin temperature are a symmetrical distribution (Vardasca 2008; Selfe et al., 2008), and injury can affect this thermal symmetry. Figure 5 represents an example of a symmetrical temperature distribution of the knees from a healthy subject. On the anterior view (Figure 5a), the patella appears as a cold shield due to bony structure. The muscles of the upper and lower leg represent hot areas due to high metabolic activity in the muscles. The posterior aspect of the knee (Figure 5b) shows high temperature in the popliteal fossa because of the popliteal arteries and veins. From a qualitative point of view, side-to-side comparison shows a very symmetrical pattern. To define whether a thermogram is normal, a current project at the University of Glamorgan aimed to create a database of thermal images from different parts of the body from healthy subjects. Previous literature has shown that a difference of more than one degree centigrade between sides of the body may indicate a pathophysiological process (Selfe et al., 2008). However, long-time, observational data from injured and non-injured athletes needs to be investigated to define sports specific thermograms. An injury causes blood flow variations that then affect skin temperature. Many medical conditions are associated with regional vasodilation and constriction, hyperperfusion, hypervascularization and hypermetabolism that cause higher temperature profiles of the skin surface. Physicians need a deeper understanding of the biological nature of thermal signals and consistent thermal
alterations of sport specific injuries for early intervention and correct treatment. In addition, the natural healing process of traumatic and overuse injuries can be easily monitored by using thermal imaging. However, this requires the comparison of baseline images prior to and following an injury.

![Image: Infrared image of healthy knee](image)

**Fig. 5. Infrared image of healthy knee**

### 4.1.1 Overuse injuries

**FOOTBALL**

High-intensity training combined with frequent competition pushes the locomotor system to its anatomical and physiological limits. Woods et al. (2002) stated that young football players are at a greater risk of minor injuries, overuse injuries, lower leg injuries and muscle strains during the preseason period. We conducted preseason measurements of 25 football players (mean age 17.6± 3.9 years, height 176.1± 8.1 cm, mass 67.8±9.1 kg) from a Football Academy. Fifty two percent of the athletes reported no injuries, 28% had an overuse injury and 20% sustained a traumatic injury within the previous 6 months. The following example shows a non-acute overuse injury of a 17-year old football player. He was diagnosed with recurrent medial shin splint on his left leg and was asymptomatic when the baseline images were taken (Figure 6a). However, the area of referred pain on the left leg matches the area of

![Image: Infrared image of the anterior aspect of the knee](image)

**Fig. 6. Infrared image of the anterior aspect of the knee**
cooler skin along the tibiae. This problem became even more visible following a sport-specific warm up program, indicating a low metabolic activity around the affected structures (Figure 6b). In addition, the athlete had a history of osteochondrosis at the tibial tuberosity of both knees. Especially following exercise, the tibial tuberosity on both knees appeared as a cold area.

The following example of a 25-year old professional football player represents an incidental finding. Images were taken within the scope of a team screening. On the injury questionnaire, no acute problems were reported. Upon enquiry no signs of venous disease were reported. However, the subject’s right greater saphenous vein appeared very clearly as an area of increased warmth on the thermogram that may indicate a vascular dilatation with beginning venous insufficiency (Figure 7). Further observational research will determine if this abnormality predict future problems prior to the onset of symptoms.

![Fig. 7. Infrared image of the medial aspect of the right leg](image1)

The thermogram of a 26-year old professional football player represents a problem in the Achilles region (Figure 8). This athlete reported a feeling of morning stiffness on the musculotendinosus junction on his left leg. The thermograms showed a side-to-side difference in the affected area of 1.7°C.

![Fig. 8. Infrared image from the dorsal view of the lower leg](image2)
RUNNING

Epidemiological studies have shown an alarmingly high incidence of knee, foot, ankle and lower leg injuries in recreational and competitive runners. Most of these injuries were overuse injuries including stress fractures, shin splints, patellar tendinitis and, most prevalently Achilles tendinitis (Hreljac, 2005). The following thermograms were taken of a 22-year old competitive middle distance runner who runs 40-100km a week (Figure 9). He reported pain in his right Achilles tendon that occurs gradually, especially during exercise. The athlete was diagnosed with midportion Achilles tendinopathy with mild morphological abnormalities. At the time the images were taken, there was a small but noticeable pain at rest and no swelling. The average temperature of the ROI on the right side was 1.6°C lower compared to the non-affected side. The lower temperature may indicate lower metabolic activity due to affected tissue with a loss of normal fiber structure.

Fig. 9. Infrared image from the dorsal view of the lower legs with ROI

Following a treatment period of 8.5 weeks, including electro-physical and physiotherapeutic treatment, thermograms were taken again under resting conditions (Figure 10a) and following a 45-minute run of low intensity (Figure 10b). The side-to-side temperature difference dropped to 0.6°C before exercise, indicating better metabolic activity of the affected side. Following exercise, the right Achilles tendon junction was colder compared to the left one, with a temperature difference of 1.0°C. The athlete reported no pain at rest or following exercise. The regular treatment seemed to improve the Achilles tendon metabolism. However, the impaired metabolic activity following the sport-specific exercise needs to be further addressed with continuing therapy to prevent recurrent problems.

Fig. 10. Infrared image of the lower legs with ROI
SWIMMING

A study, by Sein and co-workers in 2008, investigated shoulder pain in elite swimmers and found that 91% of the swimmers reported shoulder pain; moreover, 84% of the athletes demonstrated a positive impingement sign. The following thermal image was taken of a 27-year-old elite female swimmer under resting conditions (Figure 11). Following a high-volume swimming program, she reported pain and stiffness in both shoulders. With her right arm, she had difficulty reaching behind her back. The clinical examination confirmed overloading of the supraspinatus tendon and general stiffness of the shoulder muscles on both sides. The thermal image shows a hot area above the right deltoid muscle and a hot spot on both shoulders in the region of the humeral head, near the insertion of the supraspinatus muscle. Based on healthy baseline thermal images, MIT should be used to further monitor pathophysiological thermal changes during high-volume swim training prior to the onset of symptoms.

![Thermal Image of Shoulder](image1.png)

**a. right shoulder**  
**b. left shoulder**

Fig. 11. Infrared image from the lateral view of the shoulder

YOUTH SPORTS

A common problem, predominantly in young, male athletes is the occurrence of enthesopathy of the ligamentum patellae (Cholve et al., 2007). This insertion tendinitis, caused by repetitive mechanical strain of the patella tendon, is characterized by pain, swelling and tenderness above the tibial tuberosity (Bruckner & Khan, 2006). Thermal images clearly show a hyperthermic area above the tibial tuberosity (Figure 12). Long term evaluation of affected athletes from alpine skiing (n= 7), football (n=3), running (n=2) and tennis (n=1), who showed acute symptoms in one leg, revealed a side-to-side temperature difference of 1.1°C (± 0.71 °C). The technique provides a quick screening tool and should be used as a first-line detection tool prior to ultrasound or conventional X-rays.

![Thermal Image of Knee](image2.png)

Fig. 12. Infrared images from athletes with enthesopathy of the ligamentum patellae
4.1.2 Traumatic injuries

Traumatic injuries usually involve a long, costly rehabilitation period, and they are challenging for the athlete. An injured athlete is under pressure to return to competition as soon as possible. High-quality treatment can reduce the duration and negative impact of the rehabilitation period. It is well known that richly vascularized areas heal faster compared to poorly vascularized areas (Singer et al., 1999). MIT may give information about the state of vascularization and the on-going healing process to ensure the most effective treatment and provide recovery information to decrease the likelihood of re-injury by returning to the sport too quickly.

ALPINE SKIING

Knee injuries, especially ruptures of the anterior cruciate ligament (ACL), represent a significant problem in professional alpine skiing (Flørenes et al., 2009) as illustrated by the case of a 21-year-old skier. At 16 years the skier ruptured his left anterior cruciate ligament, medial collateral ligament and the medial meniscus. Since that time, he has suffered from periodic pain, predominantly around the patellae. At age 20 years he was diagnosed with articular cartilage, damage grade three. According to the International Cartilage Repair Society, grade three indicates that the lesion affects more than 50% of the cartilage layer. The average temperature difference of the left patellae was found to be 1.6°C lower compared to the right side (Figure 13). The temperature difference from the area above the upper kneecap showed a side difference of 1.2°C, indicating poor metabolic activity of the lower quadriceps muscle under resting conditions.

Fig. 13. Infrared image from the anterior view of the knees

TRIATHLON

The incidence of tendon ruptures has increased in recreational sport activities, with the highest incidence in older age groups (Clayton et al., 2008). However, Rettig et al. (2005) stated that the potential risk of re-rupture is highest in athletes younger than 30 years of age. The infrared images below were taken of a 26-year old triathlete, 6 months following a complete rupture and direct operation of his right Achilles tendon (Figure 14). When the images were taken, he was reffered with mild pain that was exercise dependent and a feeling of numbness in the outer toes. The ongoing healing process did not seem to be sufficiently complete. The temperature difference of an area from the upper Achilles tendon
to the muscle belly of the musculus triceps surae was found to be 1.6°C, suggesting delayed healing with impaired circulation. In particular the cooler area of the musculotendinous junction should be considered further within physiotherapeutic treatment.

![Infrared image posterior view of lower leg](image)

**Fig. 14. Infrared image posterior view of lower leg**

The area of numbness becomes visible through a clear hypothermia on the affected toes and must be a target of further rehabilitation (Figure 15a,b). Future research will determine if tissue remodeling is still on-going after symptoms disappear.

![Infrared image of the lateral view of the foot](image)

**Fig. 15. Infrared image of the lateral view of the foot**

### 4.1.3 Static versus dynamic measurements

Baseline recordings, following a sport-specific strain, should be conducted to visualize thermal regulatory processes. Regarding infrared images of overuse injuries, repeated measurements following sport-specific exercise will clarify if symptom-free asymmetrical temperature distributions are predictive for presymptomatic identification of initiating overuse reactions. The following example of an 18-year old football player indicates a presymptomatic thermal abnormality during pre-season measurement. The thermogram at rest demonstrated symmetrical patterns (Figure 16a). Following sport-specific exercise, local side differences on the knee were visible (Figure 16b). The athlete reported no pain at that time.
However, during the season, he reported a feeling of load-dependent, diffuse knee pain in his left leg. The medical examination confirmed a low threshold for pressure on the medial aspect of the knee. No clear diagnosis could be confirmed, indicating a local overuse reaction. Excessive stress should be administered with caution.

![Infrared image of the anterior view of the legs](image)

**Fig. 16.** Infrared image of the anterior view of the legs

### 4.2 Thermal stimuli-time sequential images following different exercise

Physical exercise and repetitive strain is a challenge to thermal homeostasis. During exercise, the thermoregulatory control of blood flow in the skin is important to maintain normal body temperature and leads to changes in hemodynamics, and, therefore, thermal signals (Kenney & Johnson, 1991). Using state-of-the-art infrared sensor technology, cutaneous temperature changes during exercise can be evaluated. Skin blood flow is predominantly regulated by neural regulation (Thomas & Segal, 2004). By taking time-sequential images of exercise, the immediate response of the sympathetic nervous system via the somatocutaneous reflex can be visualized. The investigation of infrared images taken before and after sport-specific exercise may further determine the applicability of MTT to investigate the physiology of biological tissue. Furthermore, systemic cutaneous blood flow regulation can be monitored as a function of exercise type, duration and intensity.

**AEROBIC VERSUS ANAEROBIC EXERCISE**

The mechanism of homeostasis during exercise is guaranteed through multiple functions, such as cardiac processes, peripheral circulatory control, blood pressure regulation and temperature control (Berne & Levy, 2000). A better understanding of the cutaneous circulation, and, therefore, the control of blood flow during exercise is a challenge in integrative physiology (Kellogg & Perugia, 2000). We investigated thermal characteristics of aerobic and anaerobic bicycle exercise to predict evidence of altered perfusion. Twelve athletic males (mean age 26.0 ± 2.7 years, height 177.2cm ± 4.3 cm, mass 71.1 ± 8.4 kg) performed both, anaerobic exercise (5 minutes, 80rpm, 90%HRmax) and aerobic exercise (45 minutes, 80rpm, 60%HRmax) under thermo-neutral conditions. Images were taken prior to (Figure 17a) and immediately following aerobic (Figure 17b) and anaerobic exercise (Figure 17c). The ROI was defined above the middle portion of the M. quadriceps. The temperature above the exercising muscle increased following aerobic
exercise (0.7°C, \( p=0.215 \)) and decreased following anaerobic exercise (-1.5°C, \( p=0.094 \)). In addition, hot colored dots over the thigh occurred after aerobic exercise. To meet the increased metabolic demand of active muscles, short-term, intense exercise leads to a redistribution of blood flow away from inactive tissues such as the skin, to exercising muscles through the vasoconstrictor system (Kenney & Johnson, 1991). This process explained the marginal skin temperature decrease following anaerobic exercise. From a clinical point of view, this observation becomes interesting for patients with compromised cardiac function. As previously reported, these patients showed a higher magnitude of vasoconstriction compared to a healthy group, suggesting that the initial reflex vasoconstriction may be linked to cardiovascular functional capacity (Zelis et al., 1969). With continuing exercise, the body core temperature begins to rise. When internal temperature increases toward a threshold, a regulating system starts to stimulate thermo-sensitive neurons in the central nervous system. This triggering of cutaneous vasodilation ensures the transfer of metabolic heat from the core to the skin (Charkoudian, 2003). The present study showed that the competing system of thermoregulatory drive for cutaneous vasodilation and the non-thermoregulatory drive for cutaneous vasoconstriction could be visualized by using MIT. As previously reported, the interactive control system, as a normal function of dynamic muscular exercise, seems to depend upon the intensity and duration. The multiple hot spots seen on the thigh (Figure 17b) illustrate the so-called perforating blood vessels that originate in deeper lying tissue. The vasoconstrictor mechanism at the beginning of the exercise is mainly in the skin blood vessels, whereas the perforator vessels are less affected. As exercise duration increases, they contribute to the rewarming of the skin (Merla et al., 2010). The identification of a skin thermographic map of perforator vessels that includes their perfusion area can be important to define individual anatomy of certain tissues (Salmon et al., 1988). Further research should examine the time-course of thermal changes by taking multiple images during and following an exercise. In addition, the relationship between thermal changes, aerobic capacity and performance may further determine different functional states of the body dependent on intensity and duration.

![Fig. 17. Infrared images of the anterior aspect of lower legs](image)

5. Conclusion

High-quality scientific work with modern 21st-century technology coupled with a better understanding of the regulation of skin blood flow has improved the capability of MIT in medical use. Our research findings suggest that the most beneficial output of MIT seems to be in the screening of athletes for overuse injuries. We suggest combining baseline images with images taken following sport-specific exercise to provoke sufficient thermal alterations.
in the tissues. A main challenge is to combine the anatomical and physiological information demonstrated by the thermal pattern of the skin. The biological nature of thermal signals and consistent thermal alterations of different sport-specific injuries should be further addressed. Thermal screening of injured and non-injured athletes is the first step to create a sport-specific database with individual thermograms. Repeated follow-up measurements during the sport season will further clarify the link between asymmetrical temperature distributions, pathophysiological changes on the skin surface and the extent of injury. The long-term aim is to create a knowledge-based database of thermograms of overuse and traumatic injuries. However, it should be considered that within a certain time span, different pathologies could alter their patterns of temperature. A deeper understanding of the different time courses of injuries is important to clarify the benefit of MIT in injury management and to define whether a thermogram is “normal” or not. In terms of quantification of side-to-side differences within a defined ROI, it is important to use the medical analysis function of image fusion. The main advantage of MIT is its safety, however, the disadvantage of MIT results from its physical limitations. The non-radiating, two-dimensional technique provides information about surface structures. A conclusion of processes in deeper tissues needs to be further investigated by combining different medical imaging modalities. In addition, it must be clearly stated that the aim of MIT use in sports medicine is not to be a substitute for clinical examination, but to enhance and support it. It can be concluded that MIT is a reliable, low-cost detection tool that should be applied for pre-scanning athletes.

6. References


An International Perspective on Topics in Sports Medicine and Sports Injury
Edited by Dr. Kenneth R. Zaslav

Hard cover, 534 pages
Publisher InTech
Published online 17, February, 2012
Published in print edition February, 2012

For the past two decades, Sports Medicine has been a burgeoning science in the USA and Western Europe. Great strides have been made in understanding the basic physiology of exercise, energy consumption and the mechanisms of sports injury. Additionally, through advances in minimally invasive surgical treatment and physical rehabilitation, athletes have been returning to sports quicker and at higher levels after injury. This book contains new information from basic scientists on the physiology of exercise and sports performance, updates on medical diseases treated in athletes and excellent summaries of treatment options for common sports-related injuries to the skeletal system.

How to reference
In order to correctly reference this scholarly work, feel free to copy and paste the following:


InTech Europe
University Campus STeP Ri
Slavka Krautzeka 83/A
51000 Rijeka, Croatia
Phone: +385 (51) 770 447
Fax: +385 (51) 686 166
www.intechopen.com

InTech China
Unit 405, Office Block, Hotel Equatorial Shanghai
No.65, Yan An Road (West), Shanghai, 200040, China
中国上海市延安西路65号上海国际贵都饭店办公楼405单元
Phone: +86-21-62489820
Fax: +86-21-62489821